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Stochastic excitation with a full-width-half-maximum band- 
width of 250 MHz was used to perform Fourier-transform (FT) 
high-field/high-frequency electron paramagnetic resonance (EPR) 
at 3.4T/95 GHz (W-band). Thereby, the required microwave peak 
power is reduced by a factor of 7, /7 as compared to equivalent 
pulsed FT E PR in which thespin system with spin- latticerelaxation 
time 7; is excited by a single microwave pulse of length 7p. Stochas- 
tic EPR is particularly interesting under high-field/high-frequency 
conditions, because the limited output power of mm microwave 
sources, amplifiers, and mixers makes pulse FT EPR in that fre- 
quency domain impossible, at least for the near future. On the other 
hand, FT spectroscopy offers several advantages compared to field- 
swept magnetic resonance methods, as is demonstrated by its suc- 
cess in NMR and X-band EPR. In this paper we describe a novel 
stochastic W-band microwave bridgeincluding a bimodal induction 
mode transmission resonator that serves for decoupling the mi- 
crowave excitation and signal detection. We report first EPR mea- 
surements and discuss experimental difficulties as well as achieved 
sensitivity. Moreover, we discuss future improvements and the 
possibility for an application of stochastic W-band FT EPR to tran- 
sient signals such as those of photoexcited radical pairs in photo- 


synthetic reaction centers. © 2001 Academic Press 





1. INTRODUCTION 


One of today’s main developments of electron paramagnetic 
resonance (EPR) is directed toward the use of higher magnetic 
fields and correspondingly higher microwave frequencies (/— 
10), for example, when EPR is applied for studies of protein 
structure and dynamics (77—17). Reasons for this trend to higher 
fields and frequencies are increase in spectral resolution, in- 
crease in sensitivity for small samples, information on molecular 
motion at shorter time scales, and the accessibility of larger zero- 
field fine-structure splittings. So far, most EPR experiments are 
performed by measuring either the absorption of continuously 
(cw) irradiated monochromatic microwaves or the amplitude of 
a spin echo after two resonant microwave pulses. Especially for 
high-frequency EPR, with its low available excitation power, 
the spectral bandwidths of the pulses usually are small com- 
pared to the spectrum of the samples. Therefore, in both cases, 


cw and pulse high-field EPR, the spectra are recorded via a 
magnetic field sweep. On the other hand, it is known from NMR 
or X-band EPR (0.34 T/9.5 GHz) that Fourier-transform (FT) 
spectroscopy, in which the total spin system is excited by one 
radiofrequency or microwave pulse and the system response is 
detected in the time domain, offers several distinct advantages. 
Among themis the feasibility of measuring correlations between 
two spins. Two-dimensional correlation spectroscopy (COSY) 
measurements allow one, for instance, to distinguish resonances 
belonging to the same individual molecule from those belonging 
to different molecules (/8). Other advantages are the multiplex 
effect which may lead to enhanced sensitivity and the resolu- 
tion of Larmor frequencies rather than of magnetic resonance 
fields. In high-field EPR, magnetic resonance fields are difficult 
to measure to high accuracy because of nonlinearities in the field 
sweeps of superconducting magnets. Moreover, homogeneous 
NMR magnets for high fields that could be used also for EPR 
do not have the option for a field sweep at all, which makes FT 
methods even more interesting. 

For good sensitivity in pulse EPR one has to turn the magne- 
tization by 90° with one pulse. The bandwidth of this coherent 
excitation has the approximate magnitude of the reciprocal pulse 
length that depends on the available microwave power. Most 
high-frequency microwave sources with good noise characteris- 
tics do not supply enough power for such a coherent broadband 
excitation. For W-band EPR spectrometers (3.4 T/95 GHz) the 
maximum output powers vary between 6-9 dBm (4-8 mW) 
when using the nonamplified output of mixers (converting a 
lower intermediate frequency to 95 GHz) (9) and 14-23 dBm 
(25-250 mW) when using either amplification (2, /0) or the 
output of a 95-GHz klystron (5). In the latter case, depending 
on the quality factor and the conversion factor of the resonator 
with sample, 90° pulse lengths of about 40 ns can be achieved. 
This corresponds to an excitation bandwidth of 25 MHz, which 
is still much smaller than the typical spectral widths of about 
280 MHz (10 mT) of interesting biological samples contain- 
ing, for instance, quinone or tyrosyl radicals. Only with very 
complex and expensive mm microwave sources, such as ex- 
tended interaction oscillators, is it possible to obtain output pow- 
ers of 54 dBm (300 W) and pulse bandwidths of the required 
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magnitude (4). Then, however, the handling of the high power 
and the loss of signal intensity, owing to the dead time of the EPR 
resonator and the saturation of the detector, may cause severe 
problems. 

To overcome these difficulties we tried an alternative approach 
by using a broadband incoherent continuous microwave irra- 
diation (noise) with a spectral bandwidth of about 250 MHz. 
This stochastic resonance corresponds to optical interferome- 
try, and was introduced to NMR by Ernst (/9) and Kaiser (20). 
They showed theoretically and experimentally that the achiev- 
able sensitivity for measuring one-dimensional spectra equals 
that of pulse FT spectroscopy. Therefore, the sensitivity prin- 
cipally is higher than that with conventional cw spectroscopy 
because of the multiplex effect. Ziessow and Bliimich (2/, 22) 
pioneered the stochastic NMR application to the nonlinear sys- 
tem response and showed that the information content of the 
nonlinear response, obtained by higher order cross-correlation 
of input and output signals, equals that of multidimensional pulse 
spectroscopy. More recently, stochastic excitation was also used 
for X-band EPR (23) and solid-state NMR (24). Besides the 
application in magnetic resonance, stochastic resonance was re- 
ported from other fields, for instance, from microwave rotational 
absorption spectroscopy (25) and high-resolution optical spec- 
troscopy (26). For low microwave power, the linear response of 
the spin system, k(o), which is the one-pulse response function, 
is obtained by cross-correlating input, x(t), and output, y(t), 
signals 


k(o) = f voxa —o)dt. [1] 
0 


Subsequent Fourier transformation of the cross-correlation 
yields the spectrum K(q@) in the frequency domain. For eas- 
ier calculation, one usually multiplies the Fourier-transformed 
and complex-conjugated input function X (œ) with the Fourier- 
transformed output function Y (w) in order to obtain K (œw). For 
optimum sensitivity in stochastic resonance, one has to apply 
the same average power as in pulse FT spectroscopy. Conse- 
quently, for stochastic resonance with continuous microwave 
irradiation, one needs only peak powers that are reduced by a 
factor of t,/7T, compared to pulse spectroscopy, where Tp is the 
pulse length and 7; is the spin-lattice relaxation time. This re- 
duction factor, t)/7), contains the ratio of the duty cycles of 
pulse and stochastic spectroscopy and may be as small as 107? 
to 107°. Thus, optimum excitation power for stochastic EPR 
depends on the excitation bandwidth v and on 7}, and is given 
by (see Ref. (/9)) 


BY = 2v/Ty?. [2] 


It is this requirement of only relatively low excitation power 
that makes stochastic resonance particularly interesting for high- 
field EPR. 


Compared to the previously realized stochastic NMR at 
280 MHz, with spectral bandwidths up to 200 kHz, stochastic 
W-band EPR operates at 95 GHz, and typical samples require 
one to cover a bandwidth of about 250 MHz. Thus the frequency 
spread to be covered is three orders of magnitude larger than that 
in NMR. This large bandwidth requirement poses severe exper- 
imental problems and, to our knowledge, the only stochastic 
EPR experiments reported so far were performed at X-band fre- 
quencies with a bandwidth of 80 MHz (23). They were realized 
using analog real-time cross-correlation methods, where the re- 
sponse is fed into an analog mixer together with the delayed 
excitation. Therefore, the measurement had to be repeated for 
each cross-correlation delay o, in analogy to the optical mea- 
surements with different path lengths when using a Michelson 
interferometer. In contrast to these analog experiments, we now 
digitize the whole time trace of the response of the spin system. 
Afterward, the cross-correlation with the excitation is performed 
with a computer in order to gain the multiplex advantage of FT 
spectroscopy. 

In this paper we describe the stochastic excitation method, 
the new stochastic W-band microwave bridge, and the new bi- 
modal induction mode transmission resonator, before we report 
on the first FT measurements in high-field EPR. Furthermore, 
we discuss future improvements of the stochastic W-band EPR 
experiment as well as the possibility for future applications to 
photoexcited transient radical pairs in photosynthetic reaction 
centers. 


2. EXPERIMENTAL SETUP 


The schematic diagram of the experimental setup is shown 
in Fig. 1. Similar to other realizations of stochastic resonance 
(19, 20, 23), the broadband microwave excitation is generated 
by using pseudostochastic maximum-length binary sequences 
(MLBS) (27), by which the 95-GHz carrier is phase-modulated. 
MLBS are periodic sequences of binary numbers (0 and 1). The 
spectral density is similar to that of a pulse train with the same 
repetition rate and with a pulse length corresponding to the min- 
imum phase bit length, tp, of the MLBS. In our case, Tp = 4 ns, 
and the resulting excitation bandwidth is 250 MHz (FWHM). 
The MLBS are generated in the computer that controls the ex- 
periment and that is used to program the pulse programer (Tek- 
tronix HFS9003). This unit also triggers the digitizer (Tektronix 
TDS 744A) each time it repeats the MLBS. Because the MLBS 
are periodic, the signal can be averaged in order to improve 
the signal-to-noise ratio. When using pseudostochastic MLBS 
for excitation, one can perform the data analysis also by apply- 
ing the Hadamard transformation instead of cross-correlation 
and subsequent Fourier transformation (28). Therefore this ap- 
proach is sometimes called Hadamard spectroscopy (28, 29). In 
our case, the setup can be easily changed for using real stochas- 
tic instead of pseudostochastic excitation. This will be neces- 
sary when applying the stochastic EPR spectroscopy to rapidly 
changing transient states and to nonlinear responses. 
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FIG.1. Setup of the stochastic W-band EPR experiment. Dotted line, over- 
sized Ka-band waveguide (see Fig. 2); 1, 4-GHz phase modulator; 2, 4-GHz 
amplifier; 3, up-converter to 95 GHz, 4, circulator; 5, detection diode; 6, res- 
onator (see Fig. 2); 7, 95-GHz mixer; 8, 4-GHz amplifier; 9, 4-GHz mixer; 10, 
4-GHz phase shifter. For details, see text. 


Because sufficiently fast 95-GHz phase modulators do not yet 
exist, we modulate the phase at an intermediate frequency (IF) of 
4 GHz (phase modulator Miteq BMA0208LW2) which is then 
up-converted with the output of a 91-GHz klystron (Varian). The 
resulting 95-GHz microwave is coupled to the transmission res- 
onator via a three-port circulator. On its third port a detection 
diode is used to observe the power reflected at the resonator in or- 
der to check and adjust its resonance frequency. The power into 
the resonator is limited to 2 dBm by the maximum output of the 
up-converter (Farran BUC-10). The output signal of the trans- 
mission resonator is down-converted by a mixer (Farran BMC- 
10B) where the 9 1-GHz local frequency is obtained directly from 
the klystron. The resulting IF is down-converted with the 4-GHz 
local frequency in quadrature detection (Miteq I1QZ0046) and 
then recorded with the digitizer. The detection phase is adjusted 
using the phase shifter in the 4-GHz local branch. Great care was 
taken to avoid reflections in the microwave bridge because mul- 


tiple reflections, e.g., between sample resonator and microwave 
bridge, lead to standing waves in resonator-like structures of the 
transmission line, and will therefore limit the required band- 
width. For this reason, the connections between the microwave 
components are kept as short as possible, and additional isolators 
are included to reduce standing waves. For the connections of 
the sample resonator in the cryomagnet to the microwave bridge 
an oversized rectangular waveguide (Ka-band) is used (dotted 
line). The ultimately realized length of about 50 cm still leads to 
a train of modes of standing waves in the waveguides between 
resonator and circulator as well as between resonator and mixer, 
separated from each other by 150 MHz. For a large enough 
bandwidth it is necessary to perform the EPR measurements at 
the center between two of these modes. The bandwidth of the 
microwave setup, without sample resonator, was measured to be 
larger than 250 MHz. The measured overall noise figure of about 
11 dB is determined mainly by the noise figure of the 95-GHz 
microwave mixer used for down-conversion. 

The more recent stochastic NMR experiments have been re- 
alized by using small-angle pulses with random phase for ex- 
citation, after each of which one data point must be sampled. 
In EPR, because of the required bandwidth of 250 MHz, the 
time window for one pulse and detection sampling point would 
be 4 ns. For technical reasons this is far too short. Therefore, in 
stochastic EPR one has to use continuous irradiation with broad- 
band microwaves instead. One of the severe technical problems 
of the continuous irradiation scheme is simultaneous excitation 
and detection and, related to this, the dynamic range of the detec- 
tor. In our setup the dynamic range is limited by the 8-bit analog/ 
digital converter and the 16-bit data accumulation of the digi- 
tizer. When—instead of using a transmission type resonator—a 
resonator in reflection is used, which is the common strategy in 
EPR, each phase switching of the exciting microwaves leads to 
strong reflections at the resonator and concomitant saturation of 
the detector. This results in artifacts in the cross-correlation. In 
order to achieve effective decoupling of excitation and detection 
channels we have built a bimodal induction mode transmission 
resonator for the sample (Fig. 2). Bimodal induction mode res- 
onators work in two degenerate, linearly polarized orthogonal 
modes. The linearly polarized excitation is carried by one of 
them and cannot be observed in the mode orthogonal to that. 
The circularly polarized EPR signal, however, can be observed 
in both modes. Therefore, using the orthogonal mode for de- 
tection, the EPR signal is separated to a high degree from the 
background microwave excitation. 

The bimodal probehead was realized as a Fabry—Perot res- 
onator operating in the TEMoog mode with the detection arm 
rotated by 90° with respect to the excitation arm (see Fig. 2A). 
The gold-plated brass mirrors (diameter 19 mm, curvature R = 
15 mm) are positioned in a brass tube. The resonator is normally 
overcoupled in order to decrease the quality factor to 200 and, 
thereby, to obtain the required high bandwidth. The microwave 
coupling can be varied by using mirrors with irises of differ- 
ent diameter (0.9 mm—@1.2 mm). The sample is introduced 
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FIG. 2. W-band bimodal induction mode transmission Fabry-Perot res- 
onator. (A) The two linearly polarized TEMgog modes are coupled by the two 
W-band waveguides perpendicular to each other, indicated by w; for excitation 
and w2 for detection. The connection to the microwave bridge is made by two 
oversized Ka-band waveguides. In the detection arm the waveguide is slit (SL) to 
allow for stress-free frequency adjustment. The two mirrors are kept in position 
in a brass tube that also holds the sample and paddle holder (SH). (B) Sectional 
view through the sample and paddle holder (SH) in the center plane. The solid 
arrows depict the magnetic microwave field direction Bı of the two linearly 
polarized modes. The dots indicate the electric component of the microwave 
field. The left side shows the mode used for detection, and the right side that 
for excitation. The sample (S) is introduced along the magnetic field lines of the 
excitation mode. Three to five brass screws were used as paddles (P) to increase 
the decoupling of the two modes. 


either as a film on the surface of one of the two mirrors, or in 
sample tubes ((0.7 mm for toluene) in the center plane of the 
resonator along the polarization axis of one of the two modes. 
For frequency adjustment one of the mirrors can be moved ver- 
tically. To enable this motion the waveguide is slit. Unwanted 
reflections are negligible as long as the slit does not exceed 


0.1 mm. By this construction an adjustable frequency range of 
1 GHz can be achieved. The microwave field B, at the center 
of the critically coupled resonator (quality factor Q) is related 
to the incident microwave power Pmw by the conversion factor 
c = B,/PmwQ. With the conversion factor 3.3 wT//W, as 
determined for a similar reflection type Fabry—Perot resonator 
(3), and the output power of our W-band setup, a maximum B, 
field of 1.8 uT can be achieved. 

The decoupling of excitation and detection of such a resonator 
is usually not better than 20 dB. It is possible to increase the de- 
coupling by twisting the two orthogonal waveguides somewhat 
with respect to each, as was done for the 140-GHz bimodal 
resonator in Ref. (4). To avoid the mechanical stress on the 
waveguides due to this twisting, we instead increased decou- 
pling by adjusting conducting screws (brass, @2 mm) in the 
center plane of the resonator. These screws work in analogy to 
the “paddles” in the bimodal cylindrical cavities used in X-band 
(30, 31). They act as additional capacitance and correct for de- 
viations from optimum geometry and for field distortions by the 
sample. From X-band cylindrical cavities it is known that, for 
optimum decoupling of the two modes, four metallic and two 
resistive screws have to be introduced at well-defined positions 
in the TE;;; mode (30). Since in a Fabry-Perot resonator the 
field geometry is rather different, the same paddle configuration 
is less efficient. Nevertheless, it was possible to increase the de- 
coupling to 60 dB in a narrow band of about 20 MHz and to 
40 dB in a broad band of about 500 MHz by adjusting two to 
five brass screws according to Fig. 2B. 


3. RESULTS 


As a test sample, we used a nitroxide-nitronyle radical dis- 
solved in toluene to a concentration of 1 mmol. The structure 
of this radical is given in Fig. 3A. For stochastic excitation we 
used a MLBS with a length of 511 bits, tp = 4 ns time base, 
and, consequently, a period of 2.04 us. The output from the 
resonator was recorded both with the magnetic Bo field setting 
close to the resonant field and with Bo far off resonance, in order 
to obtain an off-resonance baseline which was then subtracted 
from the signal. Each measurement consists of 70,000 accumula- 
tions, which leads to a total accumulation time of only 70,000 x 
2.04 us = 0.14 s. Nevertheless, because of the limited duty cy- 
cle of our digitizer, it took about 7 min to perform the measure- 
ment. Figure 3B depicts the cross-correlation of the MLBS and 
the signal obtained in the way described above. The first 5 ns is 
distorted due to source noise and imperfect baseline correction. 
These distortions have been corrected with a linear prediction 
routine, written in Matlab program language, following the al- 
gorithm in Ref. (32). Subsequent Fourier transformation results 
in the absorptive and dispersive spectra. As seen in Fig. 3C, 
all the expected five hyperfine lines from the '+N nuclei in the 
five-membered ring of the nitroxide-nitronyle radical could be 
resolved over a spectral width of 90 MHz (3 mT) with one single 
experiment, i.e., at one fixed Bọ value. 
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FIG.3. Stochastic W-band EPR on a nitroxide-nitronyle radical. (A) Molec- 
ular structure. (B) Cross-correlation of input and output signals, x(t) and y(t) in 
the 0° (full line) and 90° (dotted line) detection channels. The data of the first 
5 ns were corrected using linear prediction. (C) Absorption (dotted line) and 
dispersion (full line) spectra after Fourier transformation. 
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FIG. 4. (A) Molecular structure of the BDPA radical. (B) Stochastic W- 
band EPR absorption spectra (full lines) at different magnetic Bo fields, i.e., 
measured with different Larmor frequencies. The dotted line (- — - —) shows the 
spectral density (|X(w)|?) of the stochastic excitation. There is a blind spot at 
zero frequency. The separation of two Fourier components of the excitation, due 
to the periodicity of the MLBS, is 490 kHz. 


A spin probe with unresolved (proton) hyperfine structure was 
used to measure the actual spectral density of the microwave 
excitation and detection channels. BDPA (a, y-bisdiphenylene- 
B-phenylallyl; see Fig. 4A) shows a single Gaussian EPR line 
of an inhomogeneously broadened width of about 1 mT. BDPA 
was dissolved in toluene together with polystyrene and dried 
and placed in the resonator as a film on one of the two mirrors. 
The number of spins in the resonator was about 2 x 10!°. In 
Fig. 4B the stochastic FT EPR spectra are shown for different 
values of the Bo field. Because the Larmor frequency is propor- 
tional to Bo, the signal amplitude Y X (Fourier transform of the 
cross-correlation) is directly related to the spectral density of the 
microwave MLBS excitation, |X(@)|?, that is shown as a dotted 
line in Fig. 4B. Around the center frequency, this relation is well 
reproduced in the experiment, but at the wings the signal inten- 
sity is slightly smaller. The reason for this is that the resonance 
frequencies of the two orthogonal modes of the resonator were 
not exactly equal. Optimum overlap of the two modes depends 
very critically on the adjustment of the brass screws (paddles) 
that were used to obtain maximum decoupling of the two modes. 


4. DISCUSSION 


The sensitivity of cw EPR spectrometers is usually expressed 
as the minimum number of spins, Nmin, With a linewidth of 1 mT 
that can be detected with a signal-to-noise (S/N) ratio of 1 at 
a detector bandwidth of 1 Hz (33) . Because it does not make 
sense to normalize Fourier-transform measurements to a detec- 
tor bandwidth, instead one has to consider the required mea- 
suring times in order to compare stochastic sensitivity with cw 
sensitivity. For a given detector bandwidth, A fw in hertz, the 
cw measuring time, Tew, depends on the sweep range and res- 
olution, v and Av in linear frequency units: Tew = v/AvA few- 
Therefore, Nmin for the stochastic EPR experiment is calculated 
as the minimum number of spins detected with a S/N of 1 when 
measured with the same measuring time required for a cw spec- 
trum with the same spectral parameters, 


B N Tiss 
~ (S/Ny)expABnY Tow’ 





N min [3] 


with the EPR linewidth A B, the number n of resolved hyperfine 
lines, the number N of spins in the resonator, and the measuring 
time Texp of the stochastic experiment. We want to cover a spec- 
tral range of 14 mT, i.e., v = 390 MHz (half-width of spectral 
density is 250 MHz), and the stochastic spectra were recorded 
with a resolution of Av = 0.5 MHz. Because of the (sin v/v) 
shape of the spectral density of stochastic excitation, the sensi- 
tivity depends on the off-resonance position of the EPR signal, 
which determines the offset between the Larmor frequency and 
that of the microwave carrier, vyw. We determined the sensitiv- 
ity for a Larmor frequency of vmw + 50 MHz. Hence, for the 
nitroxide-nitronyle sample, we obtained Nmin = 4 x 10/3 spins/ 
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mT, and for the BDPA sample Minin = 8 x 102 spins/mT. These 
two values are in good agreement with each other when taking 
into account the uncertainties in measuring concentrations and 
S/N ratios. 

The theoretical sensitivity limit is given by the comparison 
of thermal noise and signal intensity. There are mainly two 
limitations for the sensitivity of our setup. (i) The microwave 
field/power conversion factor of the Fabry—Perot resonator is 
10-15 times smaller than that of a cylindrical cavity, and a Bı 
field of only 1.8 uT is reached. The sensitivity for an unsaturated 
signal depends quadratically on the conversion factor. Although 
stochastic EPR does not require high B; fields, this value of 
1.8 uT is still small compared to the optimum value, that is cal- 
culated to be 180 uT. This optimum value follows from Eq. [2] 
for a typical spin system with a spin-lattice relaxation time 
of 1 us and an excitation bandwidth used in our experiments. 
(ii) The digitizer available to us triggers only every 10 ms, but the 
length of the recorded time traces is 2.04 us. Consequently, we 
can measure only with a very low duty cycle of about 2 x 107+. 
Taking these limitations into account, the theoretical thermal 
noise limit of our stochastic spectrometer for not-saturated sam- 
ples is NES = 3 x 10! spins/mT. This value was calculated 
using Feher’s expressions for cw EPR sensitivity (33) and Ernst’s 
expressions for comparison of cw and stochastic magnetic res- 
onance sensitivities (79). In our case, far off saturation, both 
methods give the same theoretical sensitivity. The determined 
experimental sensitivity is very close to the theoretical value. 
This means that for the stochastic measurements the noise is de- 
termined mainly by the thermal noise of the microwave mixer. 
Thus, the noise floor is not drastically affected by source noise 
and artifacts that might arise from fast phase switching and data 
sampling. Close to the carrier frequency the source noise showed 
up in an imperfect baseline correction. This leads to distortions 
during the first 5 ns of the cross-correlation. Nevertheless, these 
remaining distortions must be compared with the dead-time dis- 
tortions in pulsed EPR. They are generally much larger because 
of saturating the detector by the high-power microwave pulses. 


5. OUTLOOK 


On the basis of the preliminary results presented, we now 
discuss future possibilities of the high-field/high-frequency 
stochastic EPR method. So far its sensitivity is smaller than 
that in cw EPR with a cylindrical cavity. This is due to the small 
duty cycle of the stochastic experiment and the small conver- 
sion factor of the Fabry—Perot resonator. The duty cycle could 
be increased by using a faster averaging digitizer, which would 
lead to an increase of sensitivity by about two orders of magni- 
tude. On the other hand, when performing an experiment with 
pulsed light excitation of the sample, the effective duty cycle 
is determined by the repetition rate of the laser. In this case, 
the duty cycle of the corresponding cw experiment is as low as 
that of the stochastic EPR. Therefore, the low duty cycle is not 
a principal limitation of stochastic EPR. Concerning the small 


conversion factor, we used a Fabry—Perot bimodal resonator be- 
cause of relative ease of its construction. We believe, however, 
that it should be possible to build also a W-band bimodal cylin- 
drical transmission cavity, following the known X-band design 
(30). In this design, one mode is coupled through the front, and 
the other one through the side of the cylinder. In contrast to 
this, in a W-band cylindrical cavity one probably would have to 
couple both modes through the front plates because coupling 
through the side would require extreme accuracy in centering 
the bore. A bimodal cylindrical cavity has two major advan- 
tages: First, the conversion factor is increased by more that one 
order of magnitude, resulting in an increase of sensitivity by two 
orders of magnitude (the sensitivity depends quadratically on the 
conversion factor). Second, in such a cylindrical cavity the ad- 
justment of decoupling the two modes, by introducing resistive 
and capacitive screws in the middle plane, is expected to work 
better than in the Fabry—Perot resonator. Moreover, by amplify- 
ing the excitation power by 10 dB (which should be technically 
feasible in the near future) one would approach the optimum ex- 
citation power for samples with relaxation times of about 1 jus. 
On the other hand, even without changing our present setup, we 
reach optimum microwave power for spin systems with relax- 
ation times longer than 10 ms. This is rather common for cooled 
samples. Thus, with the B, field close to the optimum value, one 
can even expect to observe also nonlinear responses. 

This would be particularly interesting for the investigation 
of biradicals or light-induced radical pairs, such as those oc- 
curring in photosynthetic reaction centers (75). The nonlinear 
responses contain information about the correlation of the two 
electron spins. Therefore, they provide additional resolution for 
spin connectivities between different parts of spectra which, in 
return, can be used to determine distances and orientations of 
the two radical pair partners. Transient systems, after light ex- 
citation, are often spin-polarized, i.e., neither time invariant nor 
in thermal equilibrium. It is known that in this case large flip 
angles of pulsed EPR would lead to spectra with significant line 
distortions (34). In contrast to pulsed EPR with large flip angles, 
stochastic EPR could also be applied to spin-polarized systems 
without suffering from line distortions. This is valid because 
the small microwave power used for stochastic resonance corre- 
sponds to small flip angles in pulsed spectroscopy. However, the 
decay time constants of the spin polarization should be larger 
than the period of the MLBS used. When this is not the case, 
artifacts may appear. Simulations show that, in order to average 
them to zero, one has to apply several, i.e., 30-100, different 
sequences of binary noise and subsequently average the cross- 
correlations. This procedure would require only small changes 
in the computer control of our present experimental setup. The 
same must be done for investigating the nonlinear responses 
(22). 

Whether high-field/high-frequency stochastic EPR is an al- 
ternative to pulsed Fourier-transform EPR will depend on future 
developments of high-power microwave sources and amplifiers 
in the mm and sub-mm region. When going to frequencies even 
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higher than 95 GHz, where powerful low-noise sources will 
probably remain inaccessible in the near future, one could think 
of using the source noise directly for stochastic excitation and 
performing cross-correlation in analogy to what is done in dis- 
persive infrared interferometry (35). 
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